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Abstract

Background: The purpose of this study is to evaluate the clinical impact of using deformable registration in tumor
volume definition between separately acquired PET/CT and planning CT images.

Methods: Ten lung and 10 head and neck cancer patients were retrospectively selected. PET/CT images were
registered with planning CT scans using commercially available software. Radiation oncologists defined two sets of
gross tumor volumes based on either rigidly or deformably registered PET/CT images, and properties of these
volumes were then compared.

Results: The average displacement between rigid and deformable gross tumor volumes was 1.8 mm (0.7 mm) with
a standard deviation of 1.0 mm (0.6 mm) for the head and neck (lung) cancer subjects. The Dice similarity
coefficients ranged from 0.76-0.92 and 0.76-0.97 for the head and neck and lung subjects, respectively, indicating
conformity. All gross tumor volumes received at least 95% of the prescribed dose to 99% of their volume.
Differences in the mean radiation dose delivered to the gross tumor volumes were at most 2%. Differences in the
fraction of the tumor volumes receiving 100% of the radiation dose were at most 5%.

Conclusions: The study revealed limitations in the commercial software used to perform deformable registration.
Unless significant anatomical differences between PET/CT and planning CT images are present, deformable
registration was shown to be of marginal value when delineating gross tumor volumes.
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Background
Advances in imaging have made a profound impact in the
diagnosis and management of cancer. Techniques such as
Positron Emission Tomography (PET) and Computed
Tomography (CT) are now widely used for staging and
tumor delineation for lung and head and neck cancers
[1-6]. In particular, accurately defining target volumes in
radiation treatment planning is crucial to ensure proper
coverage of the tumors and spare organs at risk.
While PET images provide details on the extent and

intensity of the metabolically active tumor, CT images
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define the anatomical details of the tumor and surround-
ing healthy tissues. To better correlate the location of
the 18F-fluorodeoxyglucose (FDG) avid tumors from the
combined PET/CT images with the planning CT scan,
software can be deployed to co-register the images. Rigid
image registration (RIR) of the two CT images can ef-
fectively align the PET to the planning CT images to ac-
curately define the volumes for radiation treatment [7].
Many cancer centers have access to a diagnostic PET/

CT scanner, but not necessarily to a PET/CT radiation
therapy simulator [8]. Thus, PET/CT images are often
acquired at different time-points and locations in the ra-
diation treatment planning process, using various patient
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accessories and imaging equipment. Unless a dedicated
PET/CT scanner is used for radiation treatment simula-
tion, the patient anatomy on the PET/CT does not al-
ways correspond to that of the planning CT. This can be
further complicated by changes in weight in the patient
between scans, changes in the positioning of the patient,
and soft tissue displacements due to breathing, peristal-
tic, cardiac or involuntary motion. Sophisticated registra-
tion methods have become available in the clinic to
account for these motions [9]. Deformable image regis-
tration (DIR) attempts to correct for these effects by
providing a mapping between volume elements in one
image to the corresponding volume elements in a sec-
ond image.
Although many studies investigating the performance

and utility of DIR have been conducted [10-16], no dosi-
metric information regarding the clinical impact of DIR
of PET/CT to planning CT has been found in the litera-
ture, nor any clinical studies validating the software
used. The purpose of this retrospective study is to assess
the utility and efficacy of DIR between PET/CT and
planning CT images for radiation therapy patients. The
impact of DIR on tumor volume definition is investi-
gated using radiation treatment plans for patients with
lung or head and neck cancer by quantitatively compar-
ing tumor volumes defined with RIR and DIR PET/CT
images using metrics such as the Dice similarity coeffi-
cient, displacement of the center of mass, and radiation
dose received.

Methods and materials
Research ethics was obtained from the University of
British Columbia research ethics board in conjunction
with the BC Cancer Agency. Twenty cancer patients be-
tween the age of 46 and 74 years were retrospectively se-
lected from the treatment-planning database: 10 lung
and 10 head and neck patients. All patients underwent
curative cancer treatment at the BC Cancer Agency in
Victoria between May 2012 and February 2013 using In-
tensity modulated radiotherapy (IMRT).
The CT simulation for head and neck patients was

performed at the treatment site with a GE Optima
CT580 scanner and patients were immobilized with a
thermoplastic shell. Patients were then sent to an im-
aging center with their shell, and imaged using a GE
Discovery 600/690 PET/CT scanner. Full body scans
were acquired with the patients immobilized in their
thermoplastic shell on a flat-top couch, and a high-
resolution PET/CT of the head and neck region was
generated for radiation treatment purposes. PET/CT
scans were performed 1-15 days after the acquisition of
the planning CT scans. Lung patients were immobilized
on a flat-top couch using an in-house t-bar with their
arms above their heads for the acquisition of planning
CT scans. A whole body PET/CT scan was acquired 1-
10 weeks prior to the planning CT scan as part of the
routine diagnostic protocol for lung cancer. Patients
were positioned on a conventional diagnostic curved
couch without the t-bar, with a pillow for head support,
and arms typically down. No respiratory gating techniques
were used during the acquisition of the planning CT and
PET/CT scans as the tumor volumes were located in the
superior lobes of the lungs and the mediastinum, where
motion due to breathing is less pronounced than regions
near the diaphragm. Digital images of the PET/CT and
planning CT scans were made accessible via network
connections in DICOM format, and imported into a
treatment-planning database.
The PET/CT images were fused with the planning CT

scans within the treatment planning system (Eclipse,
Varian Medical Systems, Palo Alto CA). Rigid registra-
tion of the PET/CT and planning CT images was per-
formed using the Varian Rigid Registration package
(version 10.0). The PET image intensities were displayed
in units of Standardized Uptake Value (SUV) based on
the patient’s body weight, recorded during the PET/CT
acquisition and available in the DICOM data. Settings
for the PET image display were adjusted such that the
minimum SUV intensity was 2.0 Bq/ml.
Routine treatment planning was performed for all sub-

jects prior to this. Normal tissue and tumor volume con-
touring was done by radiation oncology and dosimetry
staff within the planning system and a treatment plan
was generated. The standard treatment prescription dose
for patients with head and neck cancers was 70 Gy in 35
fractions, delivered with intensity modulated radiotherapy,
and for patients with lung cancers was 40-60 Gy in
2.0-2.5 Gy fractions, delivered using a three-dimensional
conformal radiation therapy treatment plan.
For this study, automatic deformable registration (DIR)

of the PET/CT images with the planning CT scans was
performed on a GE Advantage Workstation 4.3 (GE Inte-
grated Registration, GE Medical Systems, Cleveland OH).
As the registration software is proprietary, there was lim-
ited control of its actions and the algorithms underpin-
nings. The performance of the registration was validated
using a cylindrical CT image quality phantom: known de-
formations were applied to the images of the phantom,
and the deformable registration software was then used in
an attempt to obtain the original image back [17]. The fi-
delity of image quality was then quantitatively analyzed.
This study showed that various deformations as large as
2-3 cm were recovered using the deformable registration
software.
The algorithm was observed to register the CT images

from the PET/CT scans with the planning CT scan in
two steps: a RIR followed by a DIR. During this process,
each PET voxel was mapped to a new position based on



Figure 1 Sagittal view of the fused PET and planning CT scans for a head and neck cancer subject. Results from the RIR (left) and DIR
(center), and fused view of the RIR and DIR PET (right) are shown. The difference in the position of the GTV for the primary tumor, indicated by a
white arrow, is measured to be 1.1 mm between RIR and DIR.
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the transformations used in the CT-CT registration,
resulting in a new PET/CT dataset that was deformably
registered with the planning CT. To improve the quality
of the registration and in some cases prevent the DIR al-
gorithm from failing, CT images from the combined
PET/CT scans outside the volume range of the planning
CT scans were manually removed from the series. The
resulting rigid and deformable PET image registration
against the planning CT scan is shown in Figure 1 in the
case of one head and neck cancer subject.
The registered images were then imported back into the

radiation treatment planning system. Five radiation oncolo-
gists were asked to manually contour 2 sets of GTVs on the
planning CT, one aided by the RIR PET image series and
the second aided by the DIR PET image series as shown in
Figure 2 Coronal view of the planning CT with fused PET for a lung c
images are shown in red and blue, respectively. An intensity threshold equ
Figure 2. Diagnostic radiology reports were made available
to assist the radiation oncologists in their contouring, but
information regarding the type of registration used was
removed. The position and volume of the GTVs and ra-
diation doses delivered to each GTV using the original
treatment plan developed for each subject prior to the
study were compared using available tools within the
planning system. In the case of subjects with multiple
tumor foci, individual GTVs were contoured for the lar-
gest 2 cancer sites only.
The volumetric analysis of the difference between GTVs

obtained with RIR and DIR consisted in determining the
Dice similarity coefficient, DSC = 2 [VRIR ∩ VDIR]/[VRIR +
VDIR]. This metric has values ranging from 0 for no overlap
to 1 for perfect agreement between volumes.
ancer subject. The GTV contours generated using the RIR and DIR PET
ivalent to SUV ≥ 2.0 was used for the PET image.



Table 1 Volumetric properties of the GTVs for the 10
head and neck cancer subjects

Primary gross tumor
volume

Secondary gross tumor
volume

Subject VRIR VDIR VOverlap DSC VRIR VDIR VOverlap DSC

(cm3) (cm3) (cm3) (cm3) (cm3) (cm3)

1 20.1 15.2 14.3 0.81 12.1 8.1 8.0 0.79

2 52.3 48.0 41.3 0.82 1.4 1.4 1.2 0.86

3 25.3 23.3 22.0 0.91 9.9 8.3 8.6 0.90

4 7.8 8.7 7.4 0.90 3.7 3.8 3.3 0.88

5 18.6 18.9 14.2 0.76 20.4 23.4 16.8 0.77

6 102.9 91.5 87.3 0.90 6.3 5.5 5.4 0.92

7 0.1 0.1 0.0 0.00 na na na na

8 4.4 5.6 3.9 0.78 na na na na

9 26.7 19.1 18.2 0.79 1.1 1.0 0.8 0.76

10 10.4 10.7 9.0 0.85 7.2 7.1 5.8 0.81

The volumes corresponding to the GTVs drawn using the rigid and
deformable image registration are labeled as VRIR and VDIR, respectively.
The acronym “na” means the GTV was not available.
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Results
Head and neck cancer analysis
Ten head and neck cancer patients were selected for this
study. Primary sites varied greatly and ranged from the
larynx to the nasal cavity, and for eight out of ten pa-
tients, multiple nodes were observed. The properties of
the GTVs as contoured by radiation oncologists are
summarized in Table 1 and Figure 3. The volume of the
GTVs varied from 0.1 cm3 to 103 cm3. The average dis-
tance between the center of mass of the GTVs based on
the RIR and DIR was 1.8 mm with a standard deviation of
1.0 mm. The largest discrepancy observed was 4.5 mm in
subject 5 who had a primary tumor located in the left
Figure 3 Comparing the position of GTVs defined using RIR and DIR
of the displacement in the transverse plane for the head and neck (left) an
the histogram for a head and neck subject, where displacements of 4.5 mm
observed. Ten different symbols are used for the 10 different subjects. The
secondary nodes are drawn using smaller matching symbol in red.
tonsil. The average Dice similarity coefficient was 0.84
(95% confidence interval: 0.73-0.94). This excludes a
subject who presented with a 0.1 cm3 primary node
confined to the epiglottis, resulting in the RIR and DIR
volumes not overlapping even though their spatial sep-
aration was measured to be only 1.6 mm. All GTVs re-
ceived at least 95% of the prescribed dose to ≥ 99% of
their volume. The difference in the mean dose to the
GTVs drawn from the RIR and DIR was less than 0.5%
in 17 out of 18 tumor sites, and was 2% for the second-
ary tumor of subject 5. The fraction of the volume of the
GTVs receiving 100% of the prescribed dose (V100%) is
presented in Table 2. The differences in V100% between
RIR and DIR were at most 5%.

Lung cancer analysis
Ten lung cancer patients were retained for this study.
The properties of the GTVs are presented in Table 3.
Five subjects had secondary tumor volumes in the medi-
astinum or hilar region that were identified using PET
images and contoured. The size of the GTVs varied from
about 3 cm3 to over 350 cm3. The spatial difference be-
tween the center of mass of the GTV from the RIR and
DIR was found to be consistently small for all patients,
on average 0.6 mm with a standard deviation of 0.6 mm.
These numbers increased to 0.7 mm when lymphatic
secondary nodes were excluded. For all 10 patients with
multiple nodes contoured, the exact same displacements
along the longitudinal axis were observed for the GTVs,
whereas displacements in the transverse plane varied
(Figure 3). The average Dice similarity coefficient was
0.93 (95% confidence interval: 0.80-1.00), and 0.90 when
excluding lymphatic nodes. All GTVs received at least
95% of the prescribed dose to ≥ 99% of their volume
PET images. The displacement along the z-axis is shown as a function
d lung (right) cancer subjects. One point falls beyond the range of
in the transverse plane and 0.5 mm along the longitudinal axis are

primary tumors are indicated by larger symbols in blue, whereas



Table 2 Percentage of the volume of the GTVs receiving
at least 100% of the prescribed dose

Head and neck subjects Lung subjects

Subject Primary
node

Secondary
node

Primary
node

Secondary
node

%
VRIR

%
VDIR

%
VRIR

%
VDIR

%
VRIR

%
VDIR

%
VRIR

%
VDIR

1 78 80 82 87 94 95 na na

2 64 69 93 93 98 99 na na

3 61 60 99 98 100 100 100 100

4 100 100 99 99 100 100 na na

5 83 78 98 96 100 100 91 91

6 69 72 100 100 97 97 100 100

7 100 100 na na 100 100 na na

8 99 100 na na 89 94 na na

9 100 100 76 76 100 100 83 84

10 100 100 100 100 67 67 31 31

The convention described in Table 1 is used.
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except for the secondary GTV of patient 10 where a sig-
nificantly lower dose was delivered to the mediastinum
to spare the heart and lungs.
The difference in the average radiation dose received

by the GTVs drawn from the RIR and DIR was less than
1% for all subjects. The differences in V100% between
RIR and DIR were typically small and at most 5% as
shown in Table 2.

Discussion
Many studies investigating the performance and utility
of DIR have been conducted. Schwartz et al. [10] per-
formed DIR between planning CT and additional CT
images acquired during the course of radiation for 22
Table 3 Volumetric properties of the GTVs for the 10
lung cancer subjects

Primary gross tumor
volume

Secondary gross tumor
volume

Subject VRIR VDIR VOverlap DSC VRIR VDIR VOverlap DSC

(cm3) (cm3) (cm3) (cm3) (cm3) (cm3)

1 39.3 37.2 34.3 0.90 na na na na

2 71.4 77.2 65.5 0.88 na na na na

3 14.4 14.5 13.0 0.90 2.7 2.9 2.7 0.96

4 13.8 14.5 12.6 0.89 na na na na

5 11.4 11.0 10.5 0.94 6.8 6.8 6.8 1.00

6 38.0 36.2 28.1 0.76 27.0 27.0 27.0 1.00

7 26.4 26.4 24.0 0.91 na na na na

8 356.8 356.5 330.8 0.93 na na na na

9 61.1 59.8 55.4 0.92 12.6 12.6 12.6 1.00

10 63.3 62.7 60.9 0.97 21.0 21.0 21.0 1.00

The convention described in Table 1 is used.
head and neck cancer patients for the purpose of evalu-
ating various adaptive radiotherapy techniques. They
demonstrated that an adaptive radiation therapy process
is feasible when using DIR and that improved sparing of
organs at risk could be achieved. Castadot et al. [11],
Fallone et al. [12] and Zhong et al. [13] performed a var-
iety of phantom measurements to evaluate a deformable
registration package and arrived at a protocol for sys-
tematic evaluation of DIR. Senthi et al. [14] quantified
differences in RIR and DIR for 10 re-irradiated lung can-
cer patients for whom initial planning CTs were regis-
tered with a subsequent planning CT used in a second
treatment plan. They observed improvements in regis-
tering organs at risk when using DIR as opposed to RIR;
however, they did not evaluate possible changes in pa-
tient dosimetry. Similarly, Ireland et al. [15] quantified
differences in RIR and DIR for five head and neck cancer
patients for whom PET/CT scans were registered against
planning CT images. They observed that DIR provided
a more accurate registration than RIR for a set of ana-
tomic landmarks, but did not evaluate differences in
patient dosimetry. Yin et al. [16] evaluated a variety of
DIR packages for the purpose of accurately registering
normal tissue function (SPECT) with the planning CT.
Despite these publications, no studies to date have eval-
uated possible differences in overall gross tumor vol-
ume (GTV) delineation, and possible changes in dose
to the GTV, when using RIR or DIR between PET/CT
and planning CT images.
Among all subjects with multiple tumors, there were

consistent longitudinal differences in the location of the
GTVs contoured with RIR and DIR. The internal RIR
within the DIR algorithm may be the cause for the con-
sistent difference in longitudinal location. This observa-
tion also suggests that DIR was performed on a slice-by-
slice basis, that is, no deformations were performed
longitudinally.
Although the size of the GTVs differed by as much as

30% between RIR and DIR, their locations were the same
to within 4.5 mm and the Dice similarity coefficients were
high for 32 out of 33 tumor volumes, indicating a high
level of compatibility. In the case of the subjects with lung
cancer, the location and size of the mediastinal and hilar
GTVs were observed to be identical for 4 out of 5 patients
because the radiation oncologists elected to treat a volume
not only limited to FDG-avid node(s), but also incorporat-
ing neighboring lymph nodes suspected to be involved. In
these cases, the GTVs were drawn based on patient anat-
omy using the planning and diagnostic CT scans.
Clinical target volumes were created around the RIR-

defined GTV using margins of 5-8 mm for head-and-
neck and 7 mm for lung cancer patients. Additionally,
4 mm margins were added to form the planning target
volumes (PTV). External beam planning was then
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performed using the RIR-defined PTV. Hence, the radi-
ation dose delivered to the RIR and DIR drawn GTVs
were very similar as the DIR-defined GTVs were con-
tained within the RIR-defined PTV.
The sparing of healthy tissues and organs at risk was

not investigated given the small changes observed in the
position between RIR-defined and DIR-defined GTV.
Potential gains were assumed to be minimal.

Limitations
It is of note that when applying the DIR to the PET im-
ages the intensity of the voxels (Bq/ml) is not preserved.
This was observed to impact the maximum standardized
uptake value by less than 1%, and is assumed to be negli-
gible in the determination of GTVs when compared to
random systematic uncertainties during manual con-
touring which have been shown to be important [18].
Although the lung tumors were located in the upper

region of the lung where sensitivity to breathing motion
is reduced, gating techniques during the acquisition of
the planning CT and PET/CT would have further re-
duced the sensitivity to respiratory motion. The wide
time range between the acquisition of planning CT and
PET/CT scans of 1-15 days may have been a significant
factor in apparent tumor motion, particularly for patients
with rapidly developing tumors. Finally, the delineation of
hilar and mediastinal nodes by radiation oncologists for
lung cancer patients was often based on the anatomy ra-
ther than metabolic data, which may have biased the re-
sults. As such, the data for the lung cancer patients were
presented with and without these secondary nodes.

Conclusion
Deformable image registration has become an important
component of image-guided and adaptive radiation ther-
apy protocols. Commercial software to perform DIR is
now available at the BC Cancer Agency for registering
PET/CT images to planning CT scans, but this study re-
vealed minimal benefits. Unless there are significant ana-
tomical differences between the PET/CT and planning
CT, the value of deformable registration between PET/
CT and planning CT images was shown to be marginal
value when delineating gross tumor volumes.

Abbreviations
CT: Computed tomograpy; PET: Positron Emission Tomography;
FDG: Fluorodeoxyglucose; RIR: Rigid image registration; DIR: Deformable
image regisgration; GTV: Gross tumor volume; IMRT: Intensity modulated
radiotherapy; DSC: Dice similarity coefficient; SUV: Standardized Uptake Value;
PTV: Primary target volume.

Competing interests
The authors declare that they have no competing interests.

Authors’ contributions
DF participated in the study design, performed the registration, collated the
results, performed the analysis and drafted the manuscript. PSB participated
in the study design, analysis of the results and helped draft the manuscript.
TB, DP, ESW performed the GTV contouring and participated in the study
design. All authors read and approved the final manuscript.
Acknowledgements
The authors would like to thank Drs Sam Kader and Sally Smith for
contouring tumor volumes for several head and neck cancer subjects, and
Drs Wayne Beckham and Peter Tonseth for helpful discussions.

Author details
1Department of Medical Physics, BC Cancer Agency–Vancouver Island Centre,
2410 Lee Avenue, V8R 6V5 Victoria, British Columbia, Canada. 2Department of
Physics and Astronomy, University of Victoria, Victoria, British Columbia,
Canada. 3Department of Radiation Oncology, BC Cancer Agency–Vancouver
Island Center, Victoria, British Columbia, Canada. 4Department of Surgery,
University of British Columbia, Vancouver, British Columbia, Canada.

Received: 22 August 2013 Accepted: 24 January 2014
Published: 10 February 2014
References
1. Visioni A, Kim J: Positron emission tomography for benign and malignant

disease. Surg Clin North Am 2011, 91:249–266.
2. Price PM, Green MM: Positron emission tomography imaging approaches

for external beam radiation therapies: current status and future
developments. Br J Radiol 2011, 84 Spec No 1:S19–S34.

3. Cuaron J, Dunphy M, Rimner A: Role of FDG-PET scans in staging,
response assessment, and follow-up care for non-small cell lung cancer.
Front Oncol 2012, 2:208.

4. Newbold K, Powell C: PET/CT in radiotherapy planning for head and neck
cancer. Front Oncol 2012, 2:189.

5. International Atomic Energy Agency: Role of PET in radiation therapy
planning for specific tumor types. In The Role of PET/CT in radiation
treatment planning for cancer patient treatment: IAEA-TECDOC-1603. Vienna:
IAEA; 2008:7–21.

6. Wahl RL, Jacene H, Kasamon Y, Lodge MA: From RECIST to PERCIST:
evolving considerations for PET response criteria in solid tumors. J Nucl
Med 2009, 50(Suppl 1):122S–150S.

7. Hwang AB, Bacharach SL, Yom SS, Weinberg VK, Quivey JM, Franc BL, Xia P:
Can positron emission tomography (PET) or PET/Computed Tomography
(CT) acquired in a nontreatment position be accurately registered to a
head-and-neck radiotherapy planning CT? Int J Radiat Oncol Biol Phys
2009, 73:578–584.

8. Caldwell CB, Mah K, Basran PS: Evaluation of a combined positron
emission tomography (PET)/computed tomography (CT) scanner for
radiation therapy simulation. Radiother Oncol 2004, 72:S60–S60.

9. Brock KK: Image registration in intensity-modulated, image-guided and
stereotactic body radiation therapy. Front Radiat Ther Oncol 2007,
40:94–115.

10. Schwartz DL, Garden AS, Shah SJ, Chronowski G, Sejpal S, Rosenthal DI,
Chen Y, Zhang Y, Zhang L, Wong P-F, Garcia JA, Kian Ang K, Dong L:
Adaptive radiotherapy for head and neck cancer–dosimetric results from
a prospective clinical trial. Radiother Oncol 2013, 106:80–84.

11. Castadot P, Lee JA, Parraga A, Geets X, Macq B, Grégoire V: Comparison of
12 deformable registration strategies in adaptive radiation therapy for
the treatment of head and neck tumors. Radiother Oncol 2008, 89:1–12.

12. Fallone BG, Rivest DRC, Riauka TA, Murtha AD: Assessment of a
commercially available automatic deformable registration system. J Appl
Clin Med Phys 2010, 11:3175.

13. Zhong H, Kim J, Chetty IJ: Analysis of deformable image registration
accuracy using computational modeling. Med Phys 2010, 37:970–979.

14. Senthi S, Griffioen GHMJ, van Sörnsen de Koste J, Slotman BJ, Senan S:
Comparing rigid and deformable dose registration for high dose
thoracic re-irradiation. Radiother Oncol 2013, 106:323–326.

15. Ireland RH, Dyker KE, Barber DC, Wood SM, Hanney MB, Tindale WB,
Woodhouse N, Hoggard N, Conway J, Robinson MH: Nonrigid image
registration for head and neck cancer radiotherapy treatment planning
with PET/CT. Int J Radiat Oncol Biol Phys 2007, 68:952–957.

16. Yin LS, Tang L, Hamarneh G, Gill B, Celler A, Shcherbinin S, Fua TF,
Thompson A, Liu M, Duzenli C, Sheehan F, Moiseenko V: Complexity and



Fortin et al. Radiation Oncology 2014, 9:50 Page 7 of 7
http://www.ro-journal.com/content/9/1/50
accuracy of image registration methods in SPECT-guided radiation
therapy. Phys Med Biol 2010, 55:237–246.

17. Basran PS, Capaldi D: On Quantitative assessment of deformable CT-CT
registration. In Proceedings of the Joint Scientific Meeting of CARO-COMP
2013. ; 2013:8.

18. Hatt M, Cheze-Le Rest C, Aboagye EO, Kenny LM, Rosso L, Turkheimer FE,
Albarghach NM, Metges J-P, Pradier O, Visvikis D: Reproducibility of
18F-FDG and 3’-deoxy-3’-18F-fluorothymidine PET tumor volume
measurements. J Nucl Med 2010, 51:1368–1376.

doi:10.1186/1748-717X-9-50
Cite this article as: Fortin et al.: Deformable versus rigid registration of
PET/CT images for radiation treatment planning of head and neck and
lung cancer patients: a retrospective dosimetric comparison. Radiation
Oncology 2014 9:50.
Submit your next manuscript to BioMed Central
and take full advantage of: 

• Convenient online submission

• Thorough peer review

• No space constraints or color figure charges

• Immediate publication on acceptance

• Inclusion in PubMed, CAS, Scopus and Google Scholar

• Research which is freely available for redistribution

Submit your manuscript at 
www.biomedcentral.com/submit


	Abstract
	Background
	Methods
	Results
	Conclusions

	Background
	Methods and materials
	Results
	Head and neck cancer analysis
	Lung cancer analysis

	Discussion
	Limitations

	Conclusion
	Abbreviations
	Competing interests
	Authors’ contributions
	Acknowledgements
	Author details
	References

